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If blood pressure cannot be measured normally, the screen will show you the
following ERROR information.

ERROR MARKS

please ensure this icon, keep arm and body still,
measure again. if [EE] appear again, please add
pressure by hand, that's to say, press START button on
the blood pressurg meter by hand
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osition of Systolic Pressure,
me level
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wrong way to use the CUFF please use the CUFF in a correct way
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on arm please take off the thick coat, and
measure again
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please contact the OMRON HEALTH CONSULTING
OFFICE. YES, WE DO

only one "E" appears on the
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ensure the icon is keep arm and body still, and measure again
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I/J\ I: ensure the pressure is less than 299mmHg(39.9kPa) when

g you operate it by hand
the pressure is added up to 299mmHg

(39.9kPa) when adding pressure by hand,
the pressure is too high.
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low battery warning
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the symbol of replacing :

battery blinks

caused by malfunction

he icon appears
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please replace 4 pcs of new battery.

butyou don't have to worry about this
problem because the scale mother board
will supply power for the blood pressure
meter.
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please contact OMRON HEALTH CONSULTING
OFFICE for help. YES, WE DO.

"What is seen inside the measuring instrument is E.O", this is mentioned in your
e-mail, so are you sure itis "E.0"? itis not in the error list, as what you can see
above.

why the blood pressure results are different each time?
A.blood pressure varies when heart contracts each time.
B.Blood pressure fluctuates based on differentreasons.

1) within one hour after meal

2) after exercising

3) talk when measuring

4) temperature is different

5) after drinking wine,coffee or black tea

6) after bathing

7) bad temperament caused by tension

all in all, the blood pressure is very sensitive, you have to pay enough attention
on your posture and spiritual condtion. and if your coat is too thick, you have to
take it off firstly.



